
No. DHS/NHM/HS/59/2023-2024 (IV)

Meghalaya 
Dated: 26.06.2023

Addendum no. 1:

Sub:- “SELECTION OF A SUITABLE AGENCY/FIRM/CONTRACTOR FOR RE-DESIGNING,
CONSTRUCTING AND EQUIPPING 5 HEALTH FACILITIES INTO FULLY FUNCTIONAL
FIRST REFERRAL UNIT (FRUs) IN MEGHALAYA”

Clause Ref. Original clause Amended clause
Bid Data Sheet
5. Bid Closing
Date

30th June, 2023 at 4:00 PM 7th July, 2023 at 4:00 PM

Bid Data Sheet
6. Date of
Opening of
Technical Bid

30th June, 2023 at 4:30 PM 7th July, 2023 at 4:30 PM

Section 5.
Instructions to
Bidders F. Award
Criteria; 2.26
Criteria for
Evaluation of Bids,
Clause No 6.1

Total technical score of the Bidders
shall be calculated based on the score
adding each score obtained under
each of the parameters mentioned
herein above. The minimum marks to
qualify shall be 75 out of 100 marks
(the “Minimum Technical Score”). The
Bidders shall be assigned a mark and
the Bidder who score 75 and above
shall be considered as technically
qualified bidder (the “Qualified Bidder”).
 

Total technical score of the Bidders shall
be calculated based on the score adding
each score obtained under each of the
parameters mentioned herein above. The
minimum marks to qualify shall be 60 out
of 100 marks (the “Minimum Technical
Score”). The Bidders shall be assigned a
mark and the Bidder who score 60 and
above shall be considered as technically
qualified bidder (the “Qualified Bidder”).

Section 5.
Instructions to
Bidders F. Award
Criteria; 2.26
Criteria for
Evaluation of Bids,
Clause No 6.2

Financial bid shall be opened only for
the Bidder who obtains 80 and above in
technical qualifications as stated above

Financial bid shall be opened only for the
Bidder who obtains 60 and above in
technical qualifications as stated above

2. TECHNICAL CHARACTERISTICS 2. TECHNICAL CHARACTERISTICS
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Ram Kumar S * 
Mission Director

11. Minimum list
of medical
equipment
required for
operation theatre
1. Ultra sound
machine with 3
probes
 

5) The system should have a very high
frame rate of 700 frames per second or
more. Please specify frame rate in
triplex mode.
15) System should have 19” HD display
with tilt and swivel Facility along with
alphanumeric keyboard with
illuminating keys and status function
23) It should have all auto mode like
PW auto trace Auto IMT Auto NT Auto
EF Auto Bladder Auto B line Auto
pleural Line Auto OB
24) Somoy special features SCR-zoom
HPRF B mode panoramic Colour
Panoramic Vis-Needle Contrast
imaging with TIC MFI MFI time Mix
mode in contrast Freehand 3D
Advance 3d/4d option (like S-Live, S-
Live Silhouette, S-Depth, Auto Face,
AVC follicle, Freevue Stress echo, GLS
ECG
 

5) Not Applicable
 
 
15) Not Applicable
 
 
 
23) Not Applicable
 
 
 
24) Not Applicable
 
NEW ADDITION TO THE REQUIRED
SPECIFICATIONS:
System must have fast start up to
scanning in less than 35 seconds from off
condition. - Quick boot up is very much
required for handling critical and
emergency situations in busy hospital
environment
 

11. Minimum list
of medical
equipment
required for
operation theatre
12. Binocular
Microscope

1)      Eye pieces 5x, 10x one pair each
2)      Spare lamps - Halogen 6
numbers to be supplied with each
microscope

1)      Eye pieces 15x, 10x one pair each
2)      No Spare Lamps required.

I. Introduction, 1.4
General Scope of
Work

None

8. OT table requirement - 2 nos;
Labour Bed requirement- 3 nos

*This will be applicable to all the CHC
facilities highlighted in this tender.
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